§801.12

the Service, (2) according to the manu-
facturer’s instructions, and (3) in such
a manner that neither the operation
nor the performance of the equipment
or system will be adversely affected by
the foundation, supports, or any other
characteristic of the installation.

§801.12 Design requirements
porated by reference.

(a) Moisture meters. All moisture me-
ters approved for use in official grain
moisture determination and certifi-
cation shall meet applicable require-
ments contained in the FGIS Moisture
Handbook and the General Code and
Grain Moisture Meters Code of the 1991
edition of the National Institute of
Standards and Technology’s (NIST)
Handbook 44, ‘‘Specifications, Toler-
ances, and Other Technical Require-
ments for Weighing and Measuring De-
vices.” Pursuant to the provisions of 5
U.S.C. 552(a), the materials in Hand-
book 44 are incorporated by reference
as they exist on the date of approval
and a notice of any change in these ma-
terials will be published in the FED-
ERAL REGISTER.

The NIST Handbook is for sale by the
Superintendent of Documents, U.S.
Government Printing Office, Wash-
ington, DC 20403. It is also available for
inspection at the National Archives
and Records Administration (NARA).
For information on the availability of
this material at NARA, call 202-741-
6030, or go to: http://www.archives.gov/
federal register/
code of federal regulations/
ibr __locations.html.

The following Handbook 44 require-
ments are not incorporated by ref-
erence:

General Code (1.10.)
G-S.5.5. Money Values,
Agreement
G-T.1. Acceptance Tolerances
G-UR.3.3. Position of Equipment
G-UR.3.4. Responsibility, Money-Operated
Devices
Grain Moisture Meters (5.56.)
N.1.1. Transfer Standards
N.1.2. Minimum Test
N.1.3. Temperature Measuring Equipment
T.2. Tolerance Values
T.3. For Test Weight Per Bushel Indica-
tions or Recorded Representations
UR.3.2. Other Devices not used for Com-
mercial Measurement
UR.3.7. Location

incor-

Mathematical

7 CFR Ch. VIII (1-1-07 Edition)

UR.3.11. Posting of Meter Operating Range
(b) [Reserved]

[57 FR 2673, Jan. 23, 1992, as amended at 69
FR 18803, Apr. 9, 2004]

PART 802—OFFICIAL PERFORM-
ANCE AND PROCEDURAL RE-
QUIREMENTS FOR GRAIN WEIGH-
ING EQUIPMENT AND RELATED
GRAIN HANDLING SYSTEMS

Sec.
802.0 Applicability.
802.1 Qualified laboratories.
AUTHORITY: Pub. L. 94-582, 90 Stat. 2867, as
amended (7 U.S.C. 71 et seq.).

§802.0 Applicability.

(a) The requirements set forth in this
part 802 describe certain specifications,
tolerances, and other technical re-
quirements for grain weighing equip-
ment and related grain handling sys-
tems used in performing Class X and
Class Y weighing services, official in-
spection services, and commercial serv-
ices under the Act. All scales used for
official grain weight and inspection
certification services provided by FGIS
shall meet applicable requirements
contained in the FGIS Weighing Hand-
book, the General Code, the Scales
Code, the Automatic Bulk Weighing
Systems Code, and the Weights Code of
the 2002 edition of National Institute of
Standards and Technology (NIST)
Handbook 44, ‘‘Specifications, Toler-
ances, and Other Technical Require-
ments for Weighing and Measuring De-
vices’ (Handbook 44); and NIST Hand-
book 105-1 (1990 Edition), ‘‘Specifica-
tions and Tolerances for Reference
Standards and Field Standard Weights
and Measures,” (Handbook 105-1).
These requirements are confirmed to
be met by having National Type Eval-
uation Program or Federal Grain In-
spection Service type approval. Scales
used for commercial purposes will be
required to meet only the applicable
requirements of the 2002 edition of the
NIST Handbook 44. Pursuant to the
provisions of 5 U.S.C. 552(a), with the
exception of the Handbook 44 require-
ments listed in paragraph (b) of this
section, the materials in Handbooks 44
and 105-1 are incorporated by reference
as they exist on the date of approval
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and a notice of any change in these ma-
terials will be published in the FED-
ERAL REGISTER. This incorporation by
reference was approved by the Director
of the Federal Register in accordance
with 5 U.S.C. 552(a) and 1 CFR part 51.
The NIST Handbooks are for sale by
the Superintendent of Documents, U.S.
Government Printing Office, Wash-
ington, DC 20403. They can be
downloaded without charge at http://
ts.nist.gov/ts/htdocs/230/2350wmhome.htm.
They are also available for inspection
at the National Archives and Records
Administration (NARA). For informa-
tion on the availability of this mate-
rial at NARA, call 202-741-6030, or go
to: http://lwww.archives.gov/
federal register/
code of federal regulations/
ibr _locations.html.

(b) The following Handbook 44 re-
quirements are not incorporated by ref-
erence:

Scales (2.20)

S.1.8. Computing Scales

S.1.8.2. Money-Value Computation

S.1.8.3. Customer’s Indications

S.1.8.4. Recorded Representations,
Point of Sale

S.2.5.2. Jeweler’s, Prescription, &

Class | & Il Scales
S.3.3. Scoop Counterbalance
N.1.3.2. Dairy-Product Test Scales
N.1.5. Discrimination Test (Not adopt-
ed for Grain Test Scales only)

N.1.8. Material Tests

N.3.1.2. Interim Approval

N.3.1.3. Enforcement Action For Inac-
curacy

N.4. Coupled-in-Motion Railroad

Weighing Systems

N.6. Nominal Capacity of Prescription
Scales

T.1.2. Postal and Parcel Post Scales

T.2.3. Prescription Scales

T.2.4. Jewelers’ Scales (all sections)

T.2.5. Dairy—Product-Test Scales (all
sections)

T.N.3.9. Materials Test on Customer-
Operated Bulk-Weighing Systems for
Recycled Materials

UR.1.4. Grain Test Scales:
Scale Divisions

Value of

UR.3.1. Recommended Minimum Load
UR.3.1.1. Minimum Load, Grain Dock-
age

§802.1

Automatic Bulk Weighing Systems (2.22)
N.1.3.

[68 FR 34522, June 10, 2003, as amended at 69
FR 18803, Apr. 9, 2004]

Decreasing-Load Test

§802.1 Qualified laboratories.

(a) Metrology laboratories. (1) Any
State metrology laboratory currently
approved by the NBS ongoing certifi-
cation program having auditing capa-
bility is automatically approved by the
Service.

(2) Any county or city weights and
measures jurisdiction approved by NBS
or by their respective NBS-Certified
State laboratory as being equipped
with appropriate traceable standards
and trained staff to provide valid cali-
bration is approved by the Service. The
State approval may be documented by
a certificate or letter. The jurisdiction
must be equipped to provide suitable
certification documentation.

(3) Any commercial industrial lab-
oratory primarily involved in the busi-
ness of sealing and calibrating test
weights (standards) will be approved by
the Service provided:

(i) It requests written authority to
perform tolerance testing of weights
used within the Service’s program(s)
through their approved State jurisdic-
tion. Copies of its request and written
reference regarding the State decision
shall be provided to the Service. A
positive decision by the State will be
required as a prerequisite to the Serv-
ice’s granting approval to any commer-
cial laboratory to tolerance test the
weights used in testing scales under
the jurisdiction of the Service;

(if) It has NBS traceable standards
(through the State) and trained staff to
perform calibrations in a manner pre-
scribed by NBS and/or the State;

(iii) It is equipped to provide suitable
certification documentation;

(iv) It permits the Service to make
onsite visits to laboratory testing
space.

(4) Approval of the commercial indus-
trial laboratory will be at the Service’s
discretion. Once it has obtained ap-
proval, the commercial industrial lab-
oratory maintains its site in a manner
prescribed by the State and the Serv-
ice.
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